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This paper describes the applicability of a Hg-electroplated-Pt ultramicroelectrode in the quantiﬁcation of elemental sulphur in
naphtha samples by square-wave voltammetry. A reproducible deposition methodology was studied and is reported in this paper.
This methodology is innovative and relies on the quality of the mercury stock solution to obtain reproducible surfaces required
for the analytical methodology. All analyses were performed using a Hg-electroplated-Pt ultramicroelectrode (Hg-Pt UME) due
to the low sensibility of such devices to ohmic drops in resistive solutions. The responses of the peak areas in voltammetric
experiments were linear in all of the range studied. The method developed here is accurate and reproducible, with a detection limit
of 0.010mgL−1 and a good recovery range for both standard solutions of elemental sulphur (85 to 99%) and real naphtha sample
(79%). These results attest to the potential for the application of this electroanalytical methodology in determining elemental
sulphur in naphtha samples containing mercaptans and disulphides.
1.Introduction
Sulphur compounds have been studied intensively for many
years due to the importance of the element in chemical, bio-
logical, and industrial areas. A keystone problem is related to
the determination of sulphur and its compounds in drugs, in
natural products, and in petroleum derivatives [1–7]. Sul-
phur is found in petroleum in several forms. In light frac-
tions, the sulphur species are elemental sulphur, hydrogen
sulphide, mercaptans, and disulphides, with the acid mer-
captan forms dominating [8]. The complexity of these sul-
phur compound mixtures depends not only on the origin of
the petroleum but also on the reﬁning process [9].
Sulphur causes corrosion and damages reﬁning catalysts,
decreasing the quality of the ﬁnal product. Even in low con-
centrations, it is capable of catalysing the formation of other
sulphur species in petroleum [9, 10]. The limit for total
sulphur allowed in Brazilian naphtha samples is 500ppm.
Hydrogen sulphide, elemental sulphur, mercaptans and di-
sulphides account for approximately 1% of the total sulphur
content in naphthas. Therefore, developing methods for de-
termining trace amounts of elemental sulphur have been an
important challenge in chemical analysis [6].
The most common methods found in literature are con-
cerned with the quantiﬁcation of total sulphur [5]a n ds u l -
phide compounds [1, 10]. Although elemental sulphur has
been studied for many decades [11], few changes can be
observed from the diﬀerent methodologies developed over
time. Diﬀerent working mercury electrodes, electrolyte solu-
tions, and techniques have been combined to achieve better
analytical conditions, as well as faster and more accurate
analysis [6, 7, 12–21].
Recently, an electrochemical method was developed in
which a small amount of sample was directly analysed by
square-wave voltammetry (SWV) using a hanging mercury
drop electrode [6, 7] in an electrochemical cell containing2 Journal of Analytical Methods in Chemistry
10.0mL of the supporting electrolyte, that is, a buﬀer solu-
tion containing 2% (v/v) glacial acetic acid and 1.4molL−1
sodium acetate in methanol. This method showed a linear
response in the concentration range studied (0.010 to
0.238mgL−1), low detection limit (0.003mgL−1), and good
recovery and precision.
T h ec h e m i c a lm o d i ﬁ c a t i o no fe l e c t r o d es u r f a c e st oc a r r y
out electrochemical analysis has several advantages in terms
of selectivity, sensitivity, and eﬃciency for the determination
of a species using electroanalytical techniques, such as metals
analysis in diﬀerent matrices using mercury ﬁlm electrodes
[22–31].
Ultramicroelectrodes (UMEs) have received increasing
attention for both kinetic studies of electrode processes and
quantitative analyses due to their unique properties. Some of
them include the low currents employed in electrochemical
experiments, which result in negligible ohmic drops and fast
responsesduetosmallelectrodecapacitance.Anotheradvan-
tage is that the electrodes reach steady-state conditions in
short times. In principle, these properties allow microelec-
trodes to be employed directly in resistive media without the
addition of supporting electrolytes [27, 29–37].
The objective of this work was to develop a new electro-
analytical method to quantify elemental sulphur in Brazilian
naphtha due to the need for mercury utilisation; this pro-
posedmethodologyemploysUMEcoveredbyaHgﬁlm,thus
minimising the utilisation of such a hazardous substance.
2. Experimental
A l lr e a g e n t sw e r eo fp u r eg r a d ea n dt h u sw e r eu s e dw i t h o u t
any further puriﬁcation, except for metallic copper powder,
whichwaspassedthroughanactivationprocess[6,7].Meth-
anol, ethanol, acetone, diethyl ether, 70% (m/m) nitric acid,
98% (m/m) sulphuric acid, 99% (m/m) glacial acetic acid,
sodium acetate, potassium nitrate, mercury (I) nitrate, n-
heptane, 1-butanethyol, 1-propanethyol, 2-methyl-2-pro-
panethyol,dipropyldisulphide,diphenyldisulphide,elemen-
tal sulphur monoclinic, and metallic copper powder (parti-
cles<63μmand>230mesh)werepurchasedfromMerck.All
sulphur standards were stored at temperatures between 10
and 15◦C.
Voltammetric experiments were carried out at 25◦Ci na
two-electrode cell with 30mL of capacity placed in a Faraday
cage to avoid electrical noises. The electrochemical cell pre-
sents a Teﬂon cover, which hosts both Hg-Pt-UME (mercu-
ry-platinum-ultramicroelectrode) as the working electrode
and Ag/AgCl/KCl (3molL−1) as the reference electrode, as
well as degassing facilities. The support-electrolyte mixture
was a buﬀer solution containing 2% (v/v) glacial acetic acid
and 1.4molL−1 sodium acetate in methanol.
A l lm e a s u r e m e n t sw e r ep e r f o r m e du s i n ga nA u t o l a bp o -
tentiostat, model PGSTAT 100, from Ecochemie with a cur-
rent ampliﬁer module controlled by the software program
GPES 4.8. Square-wave voltammetry (SWV) was used to de-
termine the elemental sulphur. The speciﬁc parameters used
in all analyses were a 15mV potential step, 50mV pulse am-
plitude, 150mVs−1 scan rate, 10Hz frequency, and potential
range from −0.100 to −0.800V versus Ag/AgCl. All of these
parameters were optimised in previous experiments.
2.1.ConstructionofHg-Pt-UME. Theplatinumultramicroe-
lectrodes (Pt-UME) were constructed by embedding a 25μm
diameter Pt wire (Goodfellow) in a Pyrex glass tube with a
0.50mminternaldiameter. Thetips of thePtultramicroelec-
trodes were polished with emery paper until a metal micro-
disc was exposed at the surface. After this procedure, the mi-
croelectrodes were cleaned with puriﬁed water prior to use.
The voltammetric characterisation consisted of analysing the
electrochemical response of the Pt ultramicroelectrode in an
electrolyte containing 1.0 × 10−3 molL−1 of potassium hex-
acyanoferrate (III) in 0.10molL−1 KCl with a pH of 3. The
voltammograms obtained exhibited the well-known sigmoid
proﬁle, which is characteristic of an electrochemical process
controlled by spherical diﬀusion mass transport, as expected
when using ultramicroelectrodes.
The Hg-Pt-UME preparation involves four steps: mech-
anical polishing, conditioning, characterisation, and mer-
cury ﬁlm electroplating on Pt-UME surface. It is impor-
tant to perform mechanical polishing and conditioning to
clean and guarantee a homogeneous platinum surface for
electroplating. Polishing was performed using four diﬀerent
grids emery papers (400, 600, 1200, and 2000 papers). After
polishing, the electrode was washed with 10% (v/v) HNO3
solution and water.
The conditioning step was carried out by repetitive cyclic
voltammetry within a potential window of −0.4 to 1.75V
versus Ag/AgCl range at a 0.5-Vs−1 scan rate in a 0.5molL−1
H2SO4 solution. The number of cycles depends on the
amount of impurities adhered to the electrode. This charac-
terisation was carried out by cyclic voltammetry, from −0.2
to 1.45V versus Ag/AgCl at 0.1Vs−1 in 0.5molL−1 H2SO4.
The mercury-plated ultramicroelectrode (Hg-Pt UME)
was prepared by electroplating Hg, from a mercurous-ion
solution,onthesurfaceoftheUMEbyamperometry.Asolu-
tion containing 0.01mol L−1 of Hg2(NO3)2 was prepared
andaddedtoasupportingelectrolyte,0.1molL−1 KNO3 and
0.5% (v/v) HNO3[37]. The Pt-UME was immersed in this
mixture, which was kept over a continuous ﬂow of nitrogen
for 600s to remove oxygen and polarised at −0.1V versus
Ag/AgCl over a preestablished time interval. The electro-
plated ﬁlm was monitored by optical microscopy (Digital
Microscope Hirox model KH 7700) to obtain a platinum
surface fully covered with the mercury ﬁlm.
2.2. Voltammetric Procedure. T h ec a l i b r a t i o nc u r v ew a sc o n -
structed by adding an aliquot of 100μL of elemental sulphur
standard solutions prepared in heptane (0.125, 0.250, 0.375,
and 0.500mgL−1) into an electrochemical cell containing
20mL of the supporting electrolyte solution. These solutions
were purged with nitrogen for 600s before the analysis. The
calibration curve was then constructed by plotting peak area
versus elemental sulphur concentration. For synthetic and
real naphtha samples, aliquots of 100μL were also analysed
in20mLofthesupportingelectrolytesolution.Thesynthetic
sample was created by diluting elemental sulphur in heptane.Journal of Analytical Methods in Chemistry 3
Each measurement was obtained with a newly obtained
mercury ﬁlm to assure the best reproducibility and repeata-
bility of the measurements. This procedure must be per-
formed due to the great aﬃnity of elemental sulphur for the
mercury surface. The sulphur adsorption process passivates
the mercury surface [7]. Here, we have chosen to reconstruct
the electrode to evaluate the reproducibility of the construc-
tion methodology and consequently the measurements.
2.3. Analytical Performance. T h ea n a l y t i c a lp e r f o r m a n c eo f
the voltammetric method for the quantitative determination
of elemental sulphur in naphtha samples was carried out by
following a few basic steps, such as determining the selec-
tivity, linearity, detection and quantiﬁcation limits, recovery,
and precision. The precision of mercury electroplating in the
Pt-UMEwasanalysedwhileconsideringtherepeatabilityand
intermediate precision.
The linearity study was performed using standard ele-
mental sulphur solutions that were analysed in four concen-
trations ranging from 0.125 to 0.500mgL−1. The analysis
was performed in triplicate for each concentration.
The detection limit was experimentally obtained and cal-
culated. The experimental detection limit was obtained from
the elemental sulphur current signal, which was at least three
times the magnitude of the largest noise in the voltammo-
gram. The detection limit was also determined according to
the 3σ/b criterion, where σ is the standard deviation of the
blank analysis and b is the angular coeﬃcient of the calibra-
tion curve. The blank was 20mL of the supporting electro-
lyte mixture with 100μL of heptane, which was analysed in
triplicate.
The recovery was evaluated by analysing a standard solu-
tion of elemental sulphur in heptane (synthetic sample) and
a real naphtha sample. For the analysis of the synthetic sam-
ple,standardelementalsulphursolutionsin0.100,0.200,and
0.400-mg L−1 concentrations were added directly into the
electrochemical cell containing the supporting electrolyte
solution. The real naphtha sample was analysed in its pure
s t a t ea n df o r t i ﬁ e dw i t h0 . 2 5 0m gL −1 of elemental sulphur.
All analyses were performed in triplicate.
The repeatability was determined from the results ob-
tained on the same day, whereas the intermediate precision
was evaluated by comparing the results obtained on diﬀerent
days on the same instrument.
3. Results andDiscussion
3.1. Construction of Hg-Pt-UME. The electroplating meth-
odology used to form a mercury ﬁlm on the Pt-UME surface
is extremely important because the obtained electrodeposits
must exhibit identical characteristics to assure the repro-
ducibility of the electrochemical responses during the reduc-
tion of elemental sulphur to sulphide. Such electrochemical
signals (reduction currents) are fundamentally determined
using the electroactive surface area.
A typical chronoamperometric curve was obtained for
mercury-ﬁlm electroplating at −0.1V on the Pt-UME. In the
ﬁrst stage of deposition, a thin layer of intermetallic species
(Pt2Hg) is formed. This stage is followed by the spontaneous
formation of mercury nuclei mainly near the edge of the Pt
surface, where current densities are higher. With time, the
nuclei coalesce until a full hemisphere is formed. This coa-
lescence alters the surface area of the electrode and leads to
indentations in the current deposition curves [37].
A study of deposition time was carried out to obtain a
fully covered Hg-Pt-UME surface, which was evaluated by
optical microscopy. Figure 1 shows microphotographs of the
mercury coating obtained at diﬀerent deposition times,
which agrees with the deposition steps discussed above. At
short deposition times, the coating exhibits the morphologi-
cal characteristics shown in Figure 1(a). The preferential for-
mation of mercury nuclei occurs close to the platinum-glass
interface; these nuclei coalesce (Figure 1(b))o v e rt i m et o
ultimatelyformafullhemisphere(Figure 1(c)).Accordingto
this Figure 1(c), the best deposition time was 300s, when the
platinum surface was fully covered with the mercury ﬁlm.
The electrochemical behaviour of the Pt-UME and Hg-
Pt-UME was evaluated by linear-sweep voltammetry in a
0.1molL−1 potassium nitrate aqueous solution (Figure 2).
After mercury deposition, the onset of the water reduction
wave shifted to more negative potentials by approximately
−1.0V, showing that the cathodic reaction becomes extre-
melyslowontheHg-Pt-UMEduetothehighhydrogenover-
potential on mercury. Dirty or damaged electrodes can pro-
mote only a small shift in the overpotential of H2 evolution
(approximately −0.20V [37] ) .C l e a nU M E sw i t hat h i c k
mercury deposit, however, are well behaved, as shown in
Figure 2.
3.2. Precision of the Ultramicroelectrode. A study of the re-
peatability and intermediate precision of the Hg-Pt-UME
wascarriedouttodeterminethevariationsinthechargesob-
tained in each deposit for n replicates. The mass of mercury
of the electroplated ﬁlm is proportional to the charge
transferred during the electrolysis in potentiostatic mode
over a ﬁxed time interval. Table 1 shows the average charge
and its standard deviation obtained with diﬀerent mercury
stock solutions of the same concentration used on the same
day (conditions 1 and 2) and using the same mercury stock
solution used on diﬀerent days (conditions 3 and 4). The
mean values for the electrodeposition charge obtained with
diﬀerent stock solutions of the same concentration on the
same day resulted in a standard deviation Fcal higher than
Fcrit; this suggests that the charge values obtained from two
diﬀerent stock solutions are diﬀerent, while the mean charge
values obtained from the same stock solution on diﬀerent
days are equivalent. Thus, the errors committed in preparing
diﬀerent stock solutions seem to be important in determin-
ing the reproducibility of the coating if the electrodeposition
is performed in chronoamperometric mode over a ﬁxed time
interval.
3.3. Applicability of the Hg-Pt-UME in the Voltammetric
Method. The electroactivity of elemental sulphur was inves-
tigated in a mixture of methanol, acetic acid, and sodium
acetate by square-wave voltammetry with Hg-Pt-UME as the
working electrode. The elemental sulphur was electroactive4 Journal of Analytical Methods in Chemistry
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Figure 1: Photographs obtained via optical microscopy (magniﬁed 2500 times) of the mercury ﬁlm electroplating on the Pt-UME surface
in mercurous solution at −0.1V versus Ag/AgCl in 2D and 3D; deposition times were (a) 5 s, (b) 25s, and (c) 300s.
within a potential window of −0.50 to −0.67V versus Ag/
AgCl, with two electrons involved in the electrode process,
and consequently, elemental sulphur is reduced to sulphy-
dric acid [6, 7]. Therefore, the elemental sulphur concentra-
tion is proportional to the peak area of the voltammogram
(Figure 3), and the calibration curve was acquired by ﬁtting
the data obtained with elemental sulphur standard samples
(peak area (in nW) versus [S]( i nm gL −1)) to the linear re-
gression model.
From our recent studies [6, 7], disulphides were found to
be the only possible interferents during elemental sulphur
determination,evenifthepotentialwindowisextendedfromJournal of Analytical Methods in Chemistry 5
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Figure 2: Current-potential curves for Pt and Hg-Pt UMEs in
0.1molL−1 KNO3.
Table 1: Charges obtained for mercury ﬁlm electroplating under
diﬀerent conditions.
Condition Charge average/CS / CF cal Fcrit
(1) Solution A/day X
−1.25 × 10−5
(n = 12) 2.6 × 10−7
3.33 2.82
(2) Solution B/day X
−1.14 × 10−5
(n = 12) 1.4 × 10−7
(3) Solution C/day X
−1.25 × 10−5
(n = 8) 2.7 × 10−7
1.26 3.79
(4) Solution C/day Y
−1.21 × 10−5
(n = 8) 3.0 × 10−7
∗S: standard deviation; Fcal: calculated Snedecor F value; Fcrit:c r i t i c a l
Snedecor F value; n: mercury ﬁlm electroplating number.
−0.1 to −0.8V versus Ag/AgCl. We found that mercaptan
species are also electroactive but only within a diﬀerent
potential range, that is, between −0.3 and −0.50V versus
Ag/AgCl. To overcome the interference caused by disul-
phides, we used a copper powder column because mercap-
tans and elemental sulphur react with the copper forming
cuprous mercaptides, while disulphides do not react [6, 7].
The elemental sulphur concentration can then be calculated
by subtracting the area of the peak relative to the voltammet-
ric curve after passing the sample through a copper column
(due to the presence of disulphides) from the total peak of
the real naphtha sample (which is obtained before passing
the sample through a copper column) (Figure 4).
Toevaluatethelinearityofthemethod,standardelemen-
tal sulphur solutions were analysed in four concentrations
ranging from 0.125 to 0.500mgL−1. Table 2 presents the ex-
perimental data shown in Figure 3 and RSD values for dif-
ferent concentrations of elemental sulphur. The Cochran test
was applied, and the results (Ccal <C crit) show that the data
(A) Blank
(B) 0.125mg L−1
(C) 0.25mg L−1
(D) 0.375mg L−1
(E) 0.5mg L−1
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Figure 3: Square-wave voltammograms for diﬀerent elemental
sulphur concentrations in a buﬀer solution containing 2% (v/v)
glacial acetic acid and 1.4mol L−1 sodium acetate in methanol.
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Figure 4: Voltammograms obtained with real naphtha sample
before and after elution by the copper column.
are homoscedastic in the range studied. Moreover, according
to the residue plot (Figure 5), the residues are randomly
distributed around the zero line, and no pattern is observed.
The proposed method is therefore adequate, and linear re-
gression can be used. An R value of 0.9946 obtained was con-
sidered acceptable for this analysis.
For the proposed voltammetric method, the detection
limit was experimentally obtained and calculated according
to the IUPAC 3σ/b criteria, and these values were 0.010 and
0.027mgL−1,respectively.Smallconcentrationsofelemental
sulphur could therefore be determined using this proposed
methodology. However, the use of Hg-Pt-UME did not lead6 Journal of Analytical Methods in Chemistry
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Figure 5: Residue graph obtained from the diﬀerences between the
values calculated from the straight line of the calibration curve and
the values obtained experimentally.
Table 2: Linearity study of synthetic samples using elemental
sulphur.
Sconcentration/mgL−1 blank 0.125 0.250 0.375 0.500
Area average/nW 0.137 0.368 0.485 0.739 0.959
RSD 11% 3.0% 2.2% 0.36% 0.84%
Ccal 0.311 — — —
Ccrit 0.746 — — —
∗All area values were considered with 95% conﬁdence; RSD: relative
standarddeviation,Ccal:calculatedvalueofCochran,andCcrit:criticalvalue
of Cochran.
Table 3: Recovery results for synthetic samples of elemental sul-
phur.
Sample Sadded/mgL−1 Sfound/mgL−1 Recovery/%
1 0.100 0.085 ±0.031 85
2 0.200 0.198 ±0.013 99
3 0.400 0.393 ±0.011 98
Table 4: Recovery results for real naphtha sample, pure and forti-
ﬁed.
Sample Sadded/mgL−1 AreaDBACC/nW Sfound/mgL−1 Recovery/%
1— 7.15 ×10
−1 ±
0.03 0.360 ±0.065 —
2 0.250 9.09 ×10
−1 ±
0.14 0.480 ±0.003 79
∗AreaDBACC:d i ﬀerence of area value between elemental sulphur calculated
before and after passing the sample through the copper column.
to a lower detection limit if compared with that one obtained
using a hanging mercury drop electrode [6].
Table 3 shows the recovery results obtained from syn-
thetic samples of diﬀerent elemental sulphur concentration,
whereasTable 4 shows the recovery from a real naphtha sam-
ple that was both pure and fortiﬁed with elemental sulphur.
The voltammetric method presented good recovery values
forbothstandardsolutionsandrealsamples.Intheﬁrstcase,
therecoveryrangewas85to99%,whereasintherealsample,
the recovery range decreased to 79%. These results suggest
good performance, considering the recovery of the trace ele-
mental sulphur. Moreover, there is an actual problem with
the deposition of elemental sulphur in natural gas transmis-
sion line systems; in this case, an electrochemical method
using Hg-Pt-UME could help in the sulphur analysis [38].
4. Conclusions
It has been shown that elemental sulphur can be adequately
quantiﬁed in naphtha samples by an electroanalytical meth-
odology using square-wave voltammetry and a Pt-UME
modiﬁed by Hg coating.
In such an experimental setup, lower concentrations of
elementalsulphurcanbedetectedthanthoseallowedbyBra-
zilian regulations for naphtha samples (500ppm) containing
mercaptans or disulphides.
To this end, when coating with Hg, which was aimed to
minimise the utilisation of such hazardous substances, Pt-
UME was the best choice. Moreover, the enhanced mass
transport towards the UME surfaces results in an enhanced
analytical signal.
A new method to electroplate the Hg coating in a very
reproducible manner is the most important contribution of
this work. Previous studies have dealt with Hg static drop
or even dropping mercury electrodes, using a much higher
amount of Hg.
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